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English version
Endorsement Notice

The text of ISO 14698-2:2003/Cor.1:2004 has been approved by CEN as EN ISO 14698-
2:2003/AC:2006 without any modifications.

Version francgaise
Notice d’entérinement

Le texte de I'lSO 14698-2:2003/Cor.1:2004 a été approuveé par le CEN comme EN ISO
14698-2:2003/AC:2006 sans aucune modification.
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Cleanrooms and associated controlled environments —
Biocontamination control —

Part 2:
Evaluation and interpretation of biocontamination data

TECHNICAL CORRIGENDUM 1

Salles propres et environnements maitrisés apparentés — Maitrise de la biocontamination —

Partie 2: Evaluation et interprétation des données de biocontamination

RECTIFICATIF TECHNIQUE 1

Technical Corrigendum 1 to ISO 14698-2:2003 was prepared by Technical Committee I1SO/TC 209,
Cleanrooms and associated controlled environments.
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3.1. Delete the word “microbiological” from the definition “microbiological level...,” such that the it now reads as
follows:

“level set by the user in the context of controlled environments, which, when exceeded, required immediate
intervention, including investigation of cause, and corrective action”

3.2. Replace the existing definition with the following (to be consistent with ISO 14698-1:2003, 3.1.2, the note
remains unchanged):

“level set by the user in the context of controlled environments, giving early warning of a drift from normal
conditions, which, when exceeded, should result in increased attention to the process”
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3.10. Replace the existing definition with the following:
“potential source of harm

[ISO/IEC Guide 51:1999, 3.5]8I"

3.13. Replace the existing definition with the following (to be consistent with ISO 14698-1:2003, 3.1.20):

“defined level set by the user as a goal for routine operations, for the user's own purpose”
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Upozorné&ni: Zmény adopliiky, jakoZ i zpravy o nové vydanych normach jsou uvefejiiovany ve Véstniku Uradu
pro technickou normalizaci, metrologii a statni zkuSebnictvi.
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